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Candidacy criteria, candidate selection, and postoperative rehabilitation vary con-
siderably across cochlear implant centres and across countries. A consensus on a 
set of minimal outcome measurements is essential to ensure successful clinical and 
scientific collaboration on cochlear implants and other implantable solutions at an 
international level.

Background

•  The HEARRING network, a group of leading experts in the field of hearing implants 
are committed to leading the exploration of new avenues of research in hearing 
implant science, to advancing clinical procedures and to developing and perfecting 
surgical techniques’ (http://www.hearring.com). The prime objective of the HEAR-
RING network is to provide the best possible treatment to people with hearing loss. 
To achieve this, the HEARRING network has formulated this set of standards on 
minimal outcome measurements for cochlear implantation. These Minimal Outcome 
Measurements need to address several clearly defined criteria to obtain optimal 
benefit from collective experiences all over the world. 

•  A Pubmed search on outcome measurements applied in clinical trials including sub-
jects with hearing implants in the last two decades was conducted.

•  Experts in the field of hearing implants were asked to provide information on po-
tential outcome measurements.

•  Based on the database search and expert opinions, two adult and one children’s 
questionnaire were generated. 32 researchers related to the HEARRING network 
found a consensus on minimal outcome measurements.

Key points

• Test intervals: preoperatively, 3/6/12 months after first fitting, from 
then on, a yearly basis

• Test measures: unaided tone audiometry, aided tone audiometry, 
speech audiometry in quiet, speech audiometry in noise

• Hearing Implant Sound Quality Index (HISQUI) to determine sound 
quality

• Yearly calibration of test equipment
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Conclusion

• This set of minimal outcome measurements helps standardize clini-
cal practice and supports monitoring of cochlear implant candi-
dates and users.

• The minimal outcome measurements can also be used as a guide-
line for data collection and the establishment of a registry.

http://www.hearring.com
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